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Mm% / Product name Ovh&S / Lot number BZHHABR / Expiration date

FASPEK IS/H 1T Z(F
Buckwheat ELISA Kit I

FEREOYNIMEBEEZEIZLTHNET / The lot passed the quality control.

S5 / Product:

FBW086 OCT.20 2025

(1) ZEFRDKRAE / Absorbance of the working standard

STD(ng/mL) 1 2 3 4 Ave. | CV(%)
0 0.010 | 0.010 | 0.010 | 0.009 | 0.010
0.78 0.053 | 0.053 | 0.053 | 0.051 | 0.053 1.9
1.56 0.097 | 0.096 | 0.096 | 0.093 | 0.096 1.8
3.13 0.178 | 0.174 | 0.175 | 0.171 | 0.175 1.7
6.25 0.330 | 0.325 | 0.323 | 0.322 | 0.325 1.1
12.5 0.617 | 0.605 | 0.610 | 0.604 | 0.609 1.0
25 1.188 | 1.180 | 1.175 | 1.151 | 1.174 1.4
50 2.168 | 2.157 | 2.182 | 2.169 | 2.169 0.5

(2) #BAEDRITELRESE / Results of the test materials

> hO-)L SONIBRE BB

Positive control Protein content (ng/g) Standard value (ug/qg)
A 16.7 11.3-20.9
B 17.1 11.2 - 20.7
C 6.7 5.7 -10.7




