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2@% / Product name Ovh&ES / Lot number BZHHABR / Expiration date

FASPEK IS5/ T 435
Total Milk ELISA Kit II

TEEOvMNIMBEEZELZLUTHNES / The lot passed the quality control.

S5 / Product:

FTMO018 NOV.28 2025

(1) ZEEFROWINE / Absorbance of the working standard

STD(ng/mL) 1 2 3 4 Ave. CV(%)
0 0.011 0.009 0.010 0.009 0.010
0.78 0.056 0.056 0.055 0.057 0.056 1.5
1.56 0.105 0.105 0.102 0.103 0.104 1.4
3.13 0.200 0.194 0.192 0.194 0.195 1.8
6.25 0.379 0.370 0.365 0.362 0.369 2.0
12.5 0.700 0.689 0.679 0.675 0.686 1.6
25 1.273 1.256 1.242 1.234 1.251 1.4
50 2.138 2.113 2.084 2.063 2.100 1.6

(2) WIERORIEFESR / Results of the test materials

B> o)L SOINIERE HEE

Positive control Protein content (ng/qg) Standard value (pg/qg)
A 10.7 7.4 -13.7
B 6.2 4.4 -8.1
C 3.7 2.8-5.2




